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This letter is in response to the above referenced citizen petition dated December 21, 
2011, and filed by the Food and Drug Administration (FDA or "agency") on December 
22, 2011. You submitted a supplement to this petition dated January 12, 2012 (citizen 
petition and supplement, collectively, "petition"). FDA provided an interim response to 
your petition on May 18, 2012. Your petition requests that FDA take regulatory action 
regarding the Wingspan Stent System with Gateway PTA Balloon Catheter ("Wingspan 
Stent System"), approved under a humanitarian device exemption (HDE). 

Specifically, you request that the agency: (1) withdraw approval of the HDE for the 
Wingspan Stent System, and (2) order Stryker Corporation ("Stryker"), the sponsor of the 
Wingspan Stent System HDE (formerly, Boston Scientific Neurovascular), to initiate a 
class I recall of all unused Wingspan Stent Systems. 

FDA has reviewed your petition and is denying your petition under 21 CFR 10.30(e)(3). 
FDA has taken other actions intended to address many of the underlying concerns in your 
petition. Because of these other regulatory actions, the agency does not believe that 
withdrawal of the HDE is warranted. The grounds for denial of your petition and a 
summary of the other regulatory actions that FDA has taken concerning the Wingspan 
Stent System are provided below. 

I. Background 

FDA approval of an HDE application authorizes marketing of a humanitarian use device 
that is intended to benefit patients by treating or diagnosing a disease or condition that 
affects fewer than 4,000 individuals in the United States per year, subject to certain profit 
and use restrictions, under section 520(m) ofthe Federal Food, Drug, and Cosmetic Act 
("FD&C Act") and implementing regulations at 21 CFR part 814 subpart H. An HDE is 
exempt from the effectiveness requirements of sections 514 and 515 of the FD&C Act, 
provided that the agency makes certain findings about the device. 1 To approve an HDE, 
the agency must determine, among other things, that the device will not expose patients 
to an unreasonable or significant risk of illness or injury, and that the probable benefit to 
health from the use of the device outweighs the risk of injury or illness from its use, 

1 Section 520(m)(2) of the FD&C Act. 



taking into account the probable risks and benefits of currently available devices or 
alternative forms oftreatment.2 In addition, the agency must determine that no 
comparable devices are available to treat or diagnose the disease or condition, and that 
the device would not be available to patients with the disease or condition unless the 
agency approves the HDE.3 

Based on FDA's review of the preclinical and clinical data provided in the Wingspan 
Stent System HDE application, the agency concluded that the device "will not expose 
patients to an unreasonable or significant risk of illness or injury," and that the probable 
benefit to health from using the Wingspan Stent System for its indicated use outweighs 
the risk of illness or injury.4 FDA approved the HDE application for the Wingspan Stent 
System on August 3, 2005, with the indications for use "in improving cerebral artery 
lumen diameter in patients with intracranial atherosclerotic disease, refractory to medical 
therapy, in intracranial vessels with ::::50% stenosis that are accessible to the system."5 

Since the approval of the Wingspan Stent System HDE, studies investigating the device 
have been conducted, including multi-center and single-center uncontrolled studies, and a 
study sponsored by the National Institutes of Health (NIH)/National Institute of 
Neurological Disorders and Stroke ("NINDS"), entitled: Stenting and Aggressive Medical 
Management for Preventing Recurrent stroke in Intracranial Stenosis ("SAMMPRIS"), a 
prospective randomized controlled trial. On March 23, 2012, FDA held a panel meeting 
of outside experts, the Neurological Devices Panel ("Advisory Panel"), to seek expert 
scientific and clinical opinion on the risks and benefits of the Wingspan Stent System 
based on the available premarket and postmarket data. 

After reviewing the discussion and opinions of the Advisory Panel and the postmarket 
clinical data, FDA has taken additional steps to assure that the Wingspan Stent System 
does not pose an unreasonable or significant risk of illness or injury, and that the probable 
benefit to health from its use outweighs the risk of injury or illness. Specifically, FDA 
ordered Stryker to conduct a postmarket surveillance study under section 522 of the 
FD&C Act. In addition, FDA approved Stryker's supplement to the Wingspan Stent 
System HDE that includes a revised Indications for Use, new contraindications and 
warnings, and additional information in the clinical experience section of the Directions 
for Use. The HDE supplement includes revised patient labeling that more clearly 
describe the risks of the device. The supplement further contains a new physician 
training program on the revised Indications for Use statement, the contraindications and 
warnings, and instructions for physicians on the selection of appropriate patients and on 
the technical aspects of successful device delivery and deployment. 

II. Request for Action 

2 Section 520(m)(2)(C) of the FD&C Act. 
3 Section 520(m)(2)(B) of the FD&C Act. 
4 Wingspan Stent System "Summary of Safety and Probable Benefit," available at 
http:/ /www.accessdata.fda.gov/cdrh _ docs/pdf5/H05000 1 b.pdf. 
5 Wingspan Stent System HDE approval letter, dated August 3, 2005, available at 
http:/ /www.accessdata.fda.gov/cdrh_ docs/pdf5/h05000 1 a. pdf. 
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In your petition, you requested that FDA, pursuant to sections 518(e) and 520(m) of the 
FD&C Act, 21 U.S.C. §§ 360h(e) and 360j(m), and 21 CFR Part 810 and section 
814.118, immediately: 

1. Withdraw approval ofthe HDE application for Wingspan Stent System because 
the SAMMPRIS trial "conclusively demonstrated that treatment of high-risk 
patients with intracranial artery stenosis with the Wingspan Stent System plus 
aggressive therapy provides substantially less benefit and causes significantly 
more harm in comparison to aggressive treatment alone, and as a result: 

a. There is a lack of a showing of reasonable assurance that the device is safe 
under the conditions of the use prescribed, recommended, or suggested in 
the labeling thereof; 

b. The device is ineffective under the conditions of use prescribed, 
recommended, or suggested in the labeling thereof; and 

c. There is not a reasonable basis from which to conclude that the probable 
benefit to health from the use of the device outweighs the risk of injury or 
illness, taking into accounts the probable risks and benefits of currently 
available alternative forms of treatment." 

2. Order Stryker "to initiate a class I recall of all unused Wingspan Stent Systems 
because of evidence of significantly increased risk of strokes and death in patients 
treated with this device, without evidence of any'benefit compared to medical 
treatment without the stent." 

III. Decision Summary 

A. Request to Withdraw HDE Approval 

Section 520(m) ofthe FD&C Act and 21 CFR 814.118 set forth the standards for 
withdrawing approval of an HDE, including, among others, the following: 

1. There is a lack of a showing of reasonable assurance that the device is safe under 
the conditions of use prescribed, recommended, or suggested in the labeling 
thereof; 

2. The device is ineffective under the conditions of use prescribed, recommended, or 
suggested in the labeling thereof; or 

3. The applicant has not demonstrated that there is a reasonable basis from which to 
conclude that the probable benefit to health from the use of the device outweighs 
the risk of injury or illness, taking into account the probable risks and benefits of 
currently available devices or alternative forms of treatment. 

1. Preclinical and clinical studies supporting the HDE for the Wingspan Stent 
System 

Approval of the HOE was based on bench and animal testing, and on a clinical trial 
("HDE study"). The bench testing verified the functionality of the Wingspan Stent 
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System. 6 The functional testing assessed biocompatibility and mechanical testing, 
including important aspects of the use of the balloon catheter and deployment of the 
stent. All system functionality testing and individual component testing passed the 
acceptance criteria. 7 

The animal testing provided evidence that the Gateway PTA Balloon Catheter could be 
safely inflated and that the Wingspan Stent System could be safely deployed and 
implanted in the animal model. 8 There were no instances of acute vessel perforation or 
occlusion. There was no angiographic evidence of vessel stenosis in the immediate post
implant or follow-up angiograms. Histology performed included light microscopy, gross 
tissue evaluation, scanning electron microscopy, and morphometry. Arteries examined at 
32 days and 180 days post stent implantation alone had minimal to mild neointimal 
hyperplasia, minimal to mild vessel wall injury, and minimal to mild inflammatory 
reaction with variable degrees of mineral precipitation, particularly in the regions of the 
stent struts at 180 days. Arteries examined at 30 days post balloon dilation and stent 
implantation had minimal to mild neointimal hyperplasia, minimal to mild vessel wall 
injury, and minimal to mild inflammatory reaction. Arteries examined at 90 days and 
180 days post balloon dilation and stent implant had minimal to mild neointimal 
hyperplasia, minimal to mild and, rarely, moderate vessel wall injury, minimal to mild 
inflammatory reaction, and variable degrees of arterial wall mineralization. At 180 days, 
transverse and longitudinal sections revealed varying degrees of injury to the arterial wall 
as a result ofhigh radial expansion of the deployed stent. Neointimal hyperplasia 
occurred, but relatively wide luminal patency remained. No adverse hematologic, 
histologic, thrombogenic, or morphologic responses were observed. There was no 
angiographic evidence of parent vessel stenosis or flow abnormalities during implantation 
or follow-up. 

The HDE study was a prospective, multi-center single arm trial of 45 subjects. This 
premarket study was a single arm open label study conducted at 12 international sites. 
The subjects were eligible for inclusion if they had evidence of recurrent stroke thought 
to be secondary to 50% or greater intracranial stenosis, and refractory to medical therapy 
(e.g., anti-clotting agents such as warfarin and/or anti-platelet agents). The most recent 
stroke must have occurred 7 days or longer prior to enrollment. Of the 45 subjects 
enrolled, 44 were treated with the Wingspan Stent System and were considered evaluable 
subjects. The primary safety endpoint was composite ipsilateral stroke and/or death at 30 
days. Procedure success was defined as stent success without stroke or death at 
discharge, and safety was evaluated by the incidence of adverse events at discharge, 30-
day follow-up, and 6-month follow-up. The results of the HDE study indicated that the 
Gateway PTA Balloon Catheter could be inflated safely to dilate the lesion, and that the 
stent could be deployed safely across the target lesion ( 44/45 lesions, 97.8% accessed). 
The primary outcome measure, the incidence of ipsilateral stroke and/or death within 30 
days oftreatment, occurred in 4.5% of subjects (2 events in 44 treated subjects), which 
was a favorable outcome compared to an estimated risk of over 20% in patients without 

6 Wingspan Stent System "Summary of Safety and Probable Benefit," available at 
http:/ /www.accessdata.fda.gov/cdrh docs/pdf5/H05000 1 b.pdf at 6-7. 
7 Id. at 6. -
8 Id. at 7. 
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intervention. This latter estimate was based on the available published reports at the time 
of the HDE study.9 

FDA determined that the probable benefit for the population studied in the HDE study 
was an "increase in diameter of atherosclerotic arteries." 10 In addition, the type and 
frequency of observed adverse events, including stroke, for the indicated population were 
consistent with or lower than similar neurovascular procedures. 

Based on the data submitted in the HDE application, FDA determined that, for the 
indicated population, "the Wingspan Stent System with Gateway PTA Balloon Catheter 
will not expose patients to an unreasonable or significant risk of illness or injury, and the 
probable benefit to health from using the [Wingspan Stent System] for improving 
cerebral artery lumen diameter in patients with intracranial atherosclerotic disease, 
refractory to medical therapy, in intracranial vessels with ~50% stenosis that are 
accessible to [Wingspan Stent System] outweighs the risk of illness or injury." 11 

In your petition, you assert that an appropriate control group for the clinical trial 
supporting HDE approval of the Wingspan Stent System would have been a group of 
subjects treated with medical therapy alone, and that "given the lack of an appropriate 
control group, the Wingspan safety study provided no evidence that treatment with 
Wingspan Stent System was safer or more effective than medical therapy alone." You 
also argue that the data from the HDE study "suggested that treatment with the device 
caused post-procedural strokes in some subjects, including death in at least one subject," 
as well as other serious periprocedural adverse events. 

The HDE study did not include a control group because at the time, it was believed that 
there was no alternative therapy shown in well controlled studies to be effective for the 
study population. 12 The only alternative practices and procedures for the treatment of 
recurrent ischemic stroke resulting from intracranial atherosclerosis at the time ofHDE 
approval, was medical therapy that included the use of anti platelet or anticoagulants, or 
both, and modification of atherosclerotic risk factors. 13 Antiplatelet drugs included 
aspirin, clopidogrel, or dipyridamole, and anticoagulants included warfarin. 14 At the time 
patients entered the HDE study, 84% had already been treated with one or more anti
platelet agents, 42% had been taking warfarin, and 27% had been on both warfarin and an 
anti-platelet agent. 

The subjects in the HDE study were shown to have experienced recurrent stroke that had 
failed what was considered to be the most aggressive medical therapy at the time. 
Because there was no appropriate concurrent comparator group, FDA considered the lack 

9 Thijs VN, Albers GW. Symptomatic intracranial atherosclerosis: outcome of patients who fail 
antithrombotic therapy. Neurology 2000;55( 4):490-497. See also Prognosis of patients with symptomatic 
vertebral or basilar artery stenosis. The Warfarin-Aspirin Symptomatic Intracranial Disease (WASID) 
Study Group. Stroke 1998;29(7):1389-1392; Chimowitz MI, Kokkinos J, Strong Jet al. The Warfarin
Aspirin Symptomatic Intracranial Disease Study. Neurology 1995;45(8):1488-1493. 
10 Wingspan Stent System "Summary of Safety and Probable Benefit," available at 
http://www.accessdata.fda.gov/cdrh _ docs/pdf5/H05000 1 b.pdf at 13. 
11 Id. at 13. 
12 Id. at 3. 
13 Id. 
14 Id. 
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of a control group in the HDE study to be acceptable. FDA therefore determined that the 
results of the HDE study were adequate to support the safety and probable benefit ofthe 
procedure for patients with symptomatic intracranial stenosis refractory to the medical 
therapy available at the time of the HDE study. 

The agency has approved Stryker's HDE supplement to revise the Indications for Use 
statement for the Wingspan Stent System, which more strictly limits the use of the 
Wingspan Stent System to this subpopuhl.tion. 

Your petition does not contain information for FDA to determine, for the subpopulation 
of patients for whom the Wingspan Stent System is indicated under the revised labeling, 
including those with recurrent strokes who have failed currently available optimal, 
comprehensive medical management (i.e., had another non-disabling stroke after 
receiving comprehensive medical management, or for those who are not eligible for such 
management), that there is a lack of a showing of reasonable assurance that the device is 
safe under the conditions of the use in the revised labeling, that the device is ineffective 
under the conditions of use in the revised labeling, or that there is not a reasonable basis 
from which to conclude that the probable benefit to health from the use of the device 
outweighs the risk of injury or illness, taking into account the probable risks and benefits 
of currently available alternative forms of treatment. 

ii. Published uncontrolled and nonrandomized controlled clinical studies for the 
Wingspan Stent System 

You assert in your petition that the uncontrolled and nonrandomized published controlled 
clinical studies of the Wingspan Stent System cited in your petition ("published studies") 
provide no evidence that the Wingspan Stent System is safer or more effective than 
medical therapy, but do demonstrate that treatment with the Wingspan Stent System 
"carries substantial risk of grave harm, especially in the short term, including the risk of 
death and stroke." 

Each of the published studies was primarily intended to establish the technical success of 
the Wingspan Stent System (i.e., that the Wingspan stent could be deployed with 
adequate relief ofthe stenosis), and to report on the safety of the stenting procedure for 
the particular populations studied. The published studies do not provide a direct 
comparison to the HDE study because these published studies differ significantly from 
the HDE study by one or more of the following factors: (1) subjects in the published 
studies were not required to be medically refractory to anti-clotting or anti-platelet 
agents; (2) transient ischemic attacks ("TIA'') were permitted in the published studies as a 
"qualifying event;" and (3) subjects in the published studies were not required to have 
evidence of recurrent stroke. In addition, although the time from the qualifying event to 
treatment with the Wingspan Stent System was variable in the published studies, it was 
generally shorter than in the HDE study. All of these factors influence the risk of stroke 
and death following treatment with the Wingspan Stent System. 

However, even though the results of the published studies cannot be directly compared to 
the results of the HDE study, FDA considers the higher stroke and death rate, as 
compared to the HDE study, that was generally reported in the published studies to 
suggest that the less restrictive criteria for treatment with the Wingspan Stent System 

6 



used in the published studies may correlate with a higher risk of subsequent stroke and 
death. Based on FDA's analysis of the SAMMPRIS data, discussed below, FDA 
considers these published studies to have included study populations at higher risk of 
stroke and death after treatment with the Wingspan Stent System, as compared to the 
study population in the HDE study. For example, the SAMMPRIS results provide 
evidence of an increasing risk with a decreasing time interval between the most recent 
ischemic event and treatment with the Wingspan Stent System. FDA's analysis of the 
SAMMPRIS data also suggests that the risk of stroke may be higher when the most 
recent event before treatment with the Wingspan Stent System was a TIA as opposed to a 
stroke. 

FDA has also analyzed the effect ofthe pre-treatment degree of stenosis on the risk of 
stroke in the published studies and the SAMMPRIS study. The degree of stenosis in 
some of the published studies and in the SAMMPRIS study was 70% or greater, rather 
than the 50% or greater required for eligibility in the HDE study. Based on the results of 
these published studies, a report by Kasner et al., 15 and the SAMMPRIS study, FDA 
considers the recurrent risk of stroke to be significantly higher in patients with 70% or 
greater stenosis compared to those with 50% to less than 70% stenosis. Therefore, FDA 
believes that the Wingspan Stent System should be restricted to this higher risk 
population. 

iii. The SAMMPRIS study 

The SAMMPRIS study was a prospective, randomized, controlled, multi-center trial, 
conducted under an approved investigational device exemption (IDE) that compared 
angioplasty and stenting using the Wingspan Stent System combined with aggressive 
medical management, to aggressive medical management alone in high-risk subjects with 
symptomatic intracranial arterial stenosis. A different study population was included in 
the SAMMPRIS study as compared to the HDE study: (1) subjects in the SAMMPRIS 
study were not required to be medically refractory; (2) TIAs were permitted as a 
"qualifying event" in the SAMMPRIS study, whereas in the HDE study recurrent stroke 
was a requirement for inclusion; (3) the qualifying TIA or stroke was required to occur 
within the 30 days prior to enrollment in the SAMMPRIS study, whereas in the HDE 
study the qualifying stroke must have occurred 7 days or longer prior to enrollment, with 
no upper limit; ( 4) there was no lower limit in the time exclusion for the qualifying event 
in the SAMMPRIS trial, whereas there had to be at least 7 days after a qualifying event 
prior to enrollment in the HDE study; and (5) the degree of stenosis was 70% to 99% in 
the SAMMPRIS study, as compared to 50% or greater required for eligibility in the HDE 
study. 

The SAMMPRIS study results provide clear, scientifically valid evidence that stenting 
does not provide a benefit over aggressive medical management for most patients with 
symptomatic intracranial stenosis. However, FDA believes that the SAMMPRIS subjects 
who differed from the population included in the HDE study (i.e., subjects who were not 
shown to be refractory to medical therapy, had a TIA as the qualifying event, did not 
have a history of stroke or had the most recent stroke within 7 days of enrollment) are not 

15 Kasner SE, Chimowitz MI, Lynn MJ et al. Predictors of ischemic stroke in the territory of a symptomatic 
intracranial arterial stenosis. Circulation 2006;113(4):555-563. 
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sufficiently comparable to the subjects included in the HDE study, and therefore the data 
between these populations cannot be easily compared to draw reliable conclusions 
regarding the HDE study population. The SAMMPRIS study was neither intended nor 
powered to detect differences between the medical therapy and the stenting arms for the 
patient subpopulation who would have met the entry criteria for the HDE study. In 
addition, the data from the SAMMPRIS study to assess any long-term benefit of stenting 
in comparison to medical management are incomplete. 

There are very limited data from the SAMMPRIS study from which to extrapolate for 
those subjects that had recurrent stroke (2 or more) despite being on medical therapy and 
whose most recent stroke was more than 7 days prior to stenting. In the SAMMPRIS 
trial, there were 33 such subjects, only 16 of whom had stenting. The comparison 
between the medical and stenting arms for this subgroup suggests that outcomes were 
similar, i.e. that there was no added benefit of implanting the stent. However, this 
analysis of a sample of 16 vs. 17 was not a pre-specified analysis and therefore FDA 
considers it exploratory, and the results are not statistically confirmatory. In addition, the 
small size of this sample results in a very wide confidence interval, from which FDA 
cannot conclude that the result in the 16-subject subgroup is worse than the results seen 
in the HDE study. 

The SAMMPRIS study did, however, inform the agency of important information about 
the use of the Wingspan Stent System, which has been incorporated into revised device 
labeling for the Wingspan Stent System. Specifically, FDA has determined that the 
SAMMPRIS results indicate that patients with symptomatic intracranial stenosis should 
be treated with a comprehensive program of medical management before stenting with 
the Wingspan Stent System is considered. In addition, the SAMMPRIS results suggest 
that the risk oftreatment with the Wingspan Stent System does not outweigh the benefit 
for patients with an ischemic event that occurred within 7 days of planned treatment and 
for patients whose most recent ischemic event was a TIA. As discussed above, FDA 
believes that the SAMMPRIS results also suggest that the risks and benefits of 
intervention with the Wingspan Stent System is likely to be most favorable for the higher 
risk population of patients with 70% or greater stenosis. Finally, both the SAMMPRIS 
and HDE studies limited treatment to subjects with a good functional recovery (i.e. 
Modified Rankin Score (mRS) of3 or less) from previous ischemic events. An mRS 
score of 3 or less means that a person may need some help in looking after his/her own 
affairs, but is able to walk without assistance. 16 FDA believes that a clinically relevant 
benefit from the Wingspan Stent System is most likely to occur in this population. 

IV. FDA's decision to deny your request that FDA withdraw HDE approval of the 
Wingspan Stent System 

FDA has concluded that the results from the SAMMPRIS study, reviewed together with 
the HDE study, the published studies, and the other information contained in your 
petition, do not constitute a basis for withdrawing the HDE. Your petition does not 
contain information for FDA to determine that there is a lack of a showing of reasonable 
assurance that the device is safe under the conditions of use in the revised labeling, that 

16 Van Swieten JC, Koudstaal PJ, Visser MC, et al. Interobserver agreement for the assessment of handicap 
in stroke patients. Stroke 1988; 19:604-607; Rankin J. Cerebral vascular accidents in patients over the age 
of60. Scot Med J; 1957:2:200-215. 
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the device is ineffective under the conditions of use in the revised labeling, or that there is 
no reasonable basis from which to conclude that the probable benefit to health from the 
use of the Wingspan Stent System for the specified subpopulation of patients, which 
includes those in the HDE study with further restrictions based on the applicable results 
of the SAMMPRIS study, outweighs the risk of injury or illness, taking into account the 
probable risks and benefits of currently available devices or alternative forms of 
treatment. Nonetheless, as discussed below, FDA is taking certain actions to address 
some of the underlying concerns raised by your petition. 

The population from the SAMMPRIS study who had recurrent stroke despite the 
aggressive medical management given in the study, whose most recent stroke was more 
than 7 days prior to stenting, and who had a degree of stenosis that was 70 to 99% is at 
serious risk of a subsequent disabling stroke. FDA believes that no currently available 
alternative form of treatment for this subpopulation adequately meets the medical needs 
for these patients. FDA believes that ifthese patients have full knowledge of the known 
and potential risks and benefits associated with the device, and appropriate counseling 
from a treating physician, they may consider the risks of the procedure acceptable given 
the absence of available alternative forms of treatment and the serious consequences of 
another stroke. The revised Indications for Use restricts the use of the device to this 
subpopulation. 

B. Request to Order a Class I Recall 

You requested that FDA order Stryker "to initiate a class I recall of all unused Wingspan 
Stent Systems because of evidence of significantly increased risk of strokes and death in 
patients treated with this device, without evidence of any benefit compared to medical 
treatment without the stent." As discussed above, based on the other regulatory 
actions that FDA has taken, FDA believes the Wingspan Stent System may be 
appropriately used for the revised subpopulation and does not believe a recall is 
warranted. Therefore we are denying this request. 

IV. FDA' s Regulatory Actions to Ensure Appropriate Use of the Wingspa.rt Stent 
System 

The revised Indications for Use for the Wingspan Stent System limits the use of the 
Wingspan Stent System to the subpopulation of patients included in the HDE study, with 
further restrictions based on the applicable results of the SAMMPRIS study. The 
Wingspan Stent System's revised Indications for Use is limited to: 

improving cerebral artery lumen diameter in patients 22 to 80 years old with 
recurrent (2 or more) strokes refractory to a comprehensive regimen of medical 
therapy and due to atherosclerotic disease of intracranial vessels with 70-99% 
stenosis that are accessible to the system. The most recent stroke must have 
occurred more than 7 days prior to treatment with the Wingspan Stent System. 
Patients are eligible for treatment with the Wingspan Stent System if their 
Modified Rankin Score (mRS) is 3 or less at the time of treatment. 
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The revised labeling also includes new contraindications and warnings, including 
contraindications for the treatment ofTIA (which was not previously restricted in the 
label) and ischemic events with an onset of symptoms within 7 days of treatment. 
Furthermore, FDA believes the enhanced physician training and ongoing safety 
surveillance measures will mitigate the short term risk of stroke or death due to the 
procedure with the device. 

FDA has also ordered Stryker to conduct a postmarket surveillance study under section 
522 of the FD&C Act. 

V. Conclusion 

For the reasons discussed above, FDA is denying your petition. FDA does not believe 
withdrawal of the HDE and recall of the device are warranted. Further, FDA believes 
that the regulatory actions that the agency has taken regarding the Wingspan Stent 
System will adequately address many ofthe underlying concerns in your petition. 

If you have any questions about this response, please contact Erica Blake of our 
Regulations Staff at (301) 796-3999. 

cc: Sarah Sorscher, J.D., M.P.H. 
Researcher 
Public Citizen's Health Research Group 

SidneyM. Wolfe, M.D. 
Director 
Public Citizen's Health Research Group 

Larry Kessler, Sc.D. 
Professor and Chair 
Department of Health Services 
School of Public Health 
University of Washington 

Sincerely, 

~~s~ 
Deputy Director for Policy 
Center for Devices and 

Radiological Health 
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